Assessment of intracranial pressure (ICP) remains a fundamental tool in the care of patients with certain neurological disorders. Invasive monitoring of ICP, using microsensor devices placed within the brain parenchyma or transduced external ventricular drains remain the gold standard. These techniques provide valuable diagnostic information, but have specific limitations, with the most significant of these being the risk of infection and hemorrhage.^[@R1]-[@R3]^ The indications for ICP monitoring beyond some of the guidelines for severe traumatic brain injury, however, still remain unclear.^[@R4],[@R5]^ This results in unnecessary invasive procedures being performed and highlights the need for a reliable noninvasive technique to estimate ICP. Numerous noninvasive surrogate markers of ICP have been described,^[@R4]-[@R7]^ but none of these have yet been able to replace invasive monitoring as the criterion standard technique.

The optic nerve sheath (ONS) is a continuation of the intracranial meninges, and the perineural subarachnoid space surrounding the optic nerve is a septated, trabeculated region filled with cerebrospinal fluid (CSF).^[@R8]^ The ONS compartment represents a cul-de-sac space, which is in communication with the intracranial subarachnoid space, and an increase in CSF transmission to the ONS occurs when ICP is increased.^[@R9]-[@R11]^ Consequently, the accumulation of CSF within the perineural space due to increased ICP can result in distension of the ONS and the optic nerve protrusion or flattening of the posterior globe.^[@R12]^ The relationship between ICP and the optic nerve sheath diameter (ONSD) has been described by several authors with varying accuracy.^[@R13]^ The most distinct limitation of these studies is the difficulty in defining the stiffness of the ONS, a parameter that would be extremely helpful in interpreting the ONSD.

OBJECTIVES {#s1}
==========

We propose that the increased pressure and subsequent distension may lead to increased stiffness of the nerve sheath. Analyzing ONS dynamics may then provide information that is complementary to the static measurements of ONSD. Therefore, the objectives of this study were to develop a method for analyzing in vivo dynamic properties of the ONS using transorbital ultrasound imaging and to investigate a possible relationship with ICP.

METHODS {#s2}
=======

Hypothesis {#s2-1}
----------

Our work was based on the idea that cardiovascular pulsation (ie, caused directly by arterial pulsation or transmission of pulsatility through the CSF) leads to motion of the ONS. Hypothesizing that the ONS becomes stiffer with increasing ICP, we suggest that the transverse motion (ie, perpendicular to the ONS) will be more equal on each side of the nerve with high ICP compared with normal ICP. We quantified this by the absolute difference between the magnitude of the transverse pulsatile displacements on the left (d~Left~) and right (d~Right~) side of the ONS, normalized by the sum of the displacements:

The value of this dimensionless parameter indicates how much the ONS deforms during cardiovascular pulsation, and was therefore interpreted physically as a measure of deformability and referred to as the *deformability index*. According to the hypothesis, because the ability to deform is inversely related to stiffness, we expected this parameter to be smaller in the high ICP group than in the normal ICP group.

Participants {#s2-2}
------------

We performed an exploratory research study, retrospectively analyzing data from 16 patients (≤12 years old), managed at the Red Cross War Memorial Children\'s Hospital (Cape Town, South Africa). Inclusion criteria were: (1) invasive ICP measurement via insertion of a parenchymal microsensor or a ventricular catheter was performed during a diagnostic or therapeutic intervention, and (2) concurrent transorbital ultrasound images of the ONS were acquired. Patients with ocular pathology or trauma to the orbit were excluded. The human research ethics committee of the University of Cape Town and the research committee of the Red Cross War Memorial Children\'s Hospital approved the study. Informed consent was obtained for all patients enrolled in the study. The demographic details are listed in Table [1](#T1){ref-type="table"}.

###### 

Demographic Data^a^
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Image Acquisition {#s2-3}
-----------------

A single investigator experienced in the use of transorbital ultrasonography acquired ultrasound images from both eyes using a 15 MHz linear array probe (L15-7io; Philips, Bothell, Washington). The images were acquired after the patients were intubated and ventilated, just prior to insertion of the invasive ICP monitor. The initial and most stable ICP reading acquired from the invasive monitoring was used as a *spot* ICP reading for comparison with the ultrasound images. Patients were always placed in the supine position, head central, slightly flexed, and elevated to about 30°. The image acquisition process was similar to the technique used for ONSD measurement, and, as such, observer experience and variability remain important issues. The heart rate was recorded and ultrasound acquisition was performed when the hemodynamic parameters were stable. The image depth varied from 3 to 5 cm and spatial image resolution varied from 0.06 to 0.11 mm per pixel. The duration of each image sequence was 5 to 10 seconds, and the temporal resolution varied from 40 to 56 frames per second. The ultrasound image depicting the ONS structures and the pixels used for tracking are described in Figure [1](#F1){ref-type="fig"}.

![Axial transorbital ultrasound image demonstrating the optic nerve (ON). Cerebrospinal fluid (CSF) in the perioptic subarachnoid space (SAS), optic nerve sheath (ONS). V represents a manually selected point indicating where the motion is analyzed, and the white rectangle illustrates the pixels used for tracking.](neu-79-100-g003){#F1}

Image Processing {#s2-4}
----------------

The objective of the image processing was to exploit the high temporal resolution of the ultrasound images for analyzing motion related to cardiovascular pulsation on each side of the optic nerve sheath. The approach is explained in Figure [2](#F2){ref-type="fig"} and in the following text.

![Illustration of the image processing in patients with ICP \<20 mm Hg (***Left***) and ICP ≥20 mm Hg (***Right***). ***Upper***, transorbital ultrasound images, zoomed in on the optic nerve sheath complex. Cardiovascular pulsation causes a motion d~Left~ on the left side of the ONS and a motion d~Right~ on the right side. The rectangles show the regions used for tracking the motion. ***Middle***, transverse pulsatile displacements as a function of time (vertical axis) after extraction of the motion component corresponding to the fundamental heart rate frequency. Note that the curves are strongly zoomed in compared with the images in the upper row (the squares are 25 pixels wide; pulsation is approximately 0.1 pixel). ***Lower***, the same curves superimposed, with transverse pulsatile displacement along the vertical axis and time along the horizontal axis. Note that the displacements are more symmetric on each side of the optic nerve for the patient with ICP ≥20 mm Hg in comparison with the patient with ICP \<20 mm Hg. This is consistent with the idea that raised ICP makes the ONS stiffer, which could be observed as more equal transverse motion on each side of the ONS (ie, less deformation). ICP, intracranial pressure; ONS, optic nerve sheath. Color version available online only.](neu-79-100-g004){#F2}

### First Step: Tracking {#s2-4-1}

Tracking was initialized by manually selecting a point at similar depths on both sides of the ONS in the first frame of each image sequence. The motion was then automatically tracked over the entire sequence using normalized 2-dimensional cross-correlation from frame to frame for a region of interest (25 by 61 pixels) around the selected points. The ultrasound data were interpolated, and parabolic approximation was applied to the correlation matrix for subpixel motion estimation. The motion component transverse to the nerve (ie, in the horizontal image direction) was extracted for further analysis.

### Second Step: Fourier Analysis {#s2-4-2}

To extract the motion that was related to the cardiovascular pulsation, we applied Fourier analysis to obtain the frequency components of the transverse motion. The magnitude of the (fundamental) frequency component corresponding to the heart rate of each patient was extracted for the left and right side of the ONS in each data set, yielding the transverse pulsatile displacements d~Left~ and d~Right~, respectively.

The algorithm was implemented in Matlab (MathWorks, Natick, Massachusetts).

Data Analysis and Statistics {#s2-5}
----------------------------

Because the data were retrospectively analyzed, we expected some out-of-plane motion, which is known to deteriorate correlation-based tracking; therefore, a blinded operator graded each data set on a scale from 0 to 2: grade 0: steady acquisition, barely perceivable probe movement; grade 1: perceivable probe motion, no loss of ONS appearance; and grade 2: distinct probe movement with some loss of ONS appearance.

Seven data sets scoring grade 2 were excluded, leaving 25 data sets for further analysis.

The motion analysis was run 5 times for the left and right sides of the optic nerve sheath for each data set to account for variability due to the manual initialization of the tracking region. The mean of the 5 displacement values was used as the motion estimate, and the variation was quantified by using pooled standard deviation.

The 25 data sets were split into a group with ICP ≥20 mm Hg, and a group with ICP \<20 mm Hg, comprising 10 and 15 data sets, respectively. The Δ was calculated by using [Equation 1](#M1){ref-type="disp-formula"}, and the one-sided Mann-Whitney *U* test was used to statistically compare the 2 groups, with significance level *P* \< .05. Diagnostic accuracy was investigated using receiver operating characteristic (ROC).

RESULTS {#s3}
=======

Descriptive Data {#s3-1}
----------------

We analyzed a total of 25 data sets. The transverse pulsatile displacement at each side of the ONS was assessed 5 times for each data set. The mean transverse pulsatile displacement of the ONS was 8.3, with a pooled standard deviation of 0.54 measured in percentage of a pixel.

Main Results {#s3-2}
------------

The deformability index of the ONS was calculated for each data set. The median was Δ = 0.11 for the high ICP group compared with Δ = 0.24 for the normal ICP group (*P* = .002). Figure [3](#F3){ref-type="fig"} shows a box plot illustrating the median and spread for each group. Results for each patient are included in Table [2](#T2){ref-type="table"}.

![Box plot illustrating the deformability index (Δ) of the ONS for the high and normal ICP groups. The box plot shows median, 25 and 75 percentiles, and range. ICP, intracranial pressure; ONS, optic nerve sheath.](neu-79-100-g005){#F3}

###### 

Results^a,b^
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ROC analysis gave an area under curve (AUC) of 0.85 (95% confidence interval, 0.61-0.97) (Figure [4](#F4){ref-type="fig"}). Choosing a cutoff value of Δ = 0.121 yielded a sensitivity of 90% and a specificity of 87%. With the use of this cutoff, 3 of 25 (12%) data sets would be wrongly classified.

![Receiver operator curve. Area under the curve (AUC) was 0.85. A cutoff of Δ = 0.121 gave a sensitivity of 90% and a specificity of 87%.](neu-79-100-g007){#F4}

DISCUSSION {#s4}
==========

The aims of this study were to develop a method for analyzing the pulsatile dynamic properties of the ONS using transorbital ultrasound imaging and to investigate a possible relationship with ICP. Specifically, we proposed a hypothesis stating that increased ICP leads to increased stiffness (ie, reduced deformability) of the nerve sheath.

Key Results {#s4-1}
-----------

The most important finding was the difference between the deformability of the ONS in the group with ICP ≥20 mm Hg compared with the group with ICP \<20 mm Hg, thus clearly supporting the hypothesis. ROC analysis showed an AUC = 0.85, and suggested a cutoff value of Δ = 0.121, with lower values indicating raised ICP and higher values indicating normal ICP.

Limitations {#s4-2}
-----------

The main limitations of this study were the relatively small number of patients, and the fact that the analysis was performed retrospectively and not in a blinded fashion. The pediatric cohort examined in this study warrants further validation of the technique in an adult study population. The study was performed in a controlled environment with patients under general anesthesia for invasive ICP measurement. Although the stability of the hemodynamic parameters were maintained between image acquisition and ICP measurement, the effect of the anesthetic drugs on the measurement is not known. Therefore, the findings in this study also will require validation in awake patients. The image acquisition was performed by a single investigator experienced in the use of transorbital ultrasound, and is thus also limited by the issue of observer variability. Furthermore, although an exploratory research design was suitable for providing insight into the unknown relation between ONS motion and ICP, the nature of the design may limit the ability to draw definite conclusions, particularly regarding issues such as acute change vs long-standing ICP. Compared with invasive ICP monitoring, which can provide continuous, real-time assessment of ICP patterns, the described technique of assessing the pulsatile dynamics of the ONS currently only provides a spot assessment of ICP. Notwithstanding these limitations, the difference between the 2 groups in this study is quite convincing.

Previously, it has been shown that the retrobulbar segment of the ONS is distensible and therefore dilates when ICP is increased.^[@R14],[@R15]^ The technique of ONSD measurement has gained steady support as a noninvasive surrogate marker of raised ICP. However, measurement of the ONSD does not yet provide an accurate assessment of ICP, largely because the optimal cutoff point for the ONSD measurement in patients with normal vs raised ICP has varied considerably.^[@R16]-[@R25]^ The noted variation in ONSD between studies is likely attributable to a more complex relationship between the ONS and ICP, involving variability in the stiffness at different ICP thresholds. The magnitude of ONS distension caused by the increase in pressure within the subarachnoid space may depend on a variety of factors, including the degree to which ICP is increased, the rapidity of the increase in ICP, and the elastic characteristics of the ONS, which influence the capability for distension and retraction of the ONS.^[@R26]^ The relationship between ICP and nerve sheath distension is therefore integrally related to the stiffness of the sheath itself.

Although we identified some articles measuring the static diameter at different time points with subsequent comparison of individual measurements,^[@R14],[@R27]-[@R29]^ our search did not reveal any published data describing dynamic imaging of the ONS over the cardiac cycle to assess in vivo dynamic characteristics of the ONS.

Interpretation {#s4-3}
--------------

In this study, we investigated how pulsatile forces deform the ONS dynamically during the cardiac cycle rather than the absolute distention related to the increased pressure within the ONS. Therefore, we believe that our approach may provide information that is complementary to the ONSD and likely contributes to an overall improvement in assessing the ONS in cases of suspected increased ICP, either as an individual marker or by augmenting the interpretation of ONSD measurements. The concept of pulsatile dynamics of the ONS could improve specificity, for example, in comparison with ONSD alone, by differentiating between pathologically distended ONS due to raised ICP and widened ONS not related to raised ICP.

Because the data were retrospectively analyzed, image acquisition was not optimized with respect to avoiding out-of-plane motion, which may deteriorate correlation-based tracking. To investigate the effect of the out-of-plane motion, we also processed the excluded data sets. We found that if all data sets were included, the median of the groups with ICP above and below 20 mm Hg would still be significantly different (*P* = .03). However, the AUC would be reduced to 0.69 (95% confidence interval, 0.46-0.87), and 7 of 32 (22%) data sets would have been wrongly classified. The example in Figure [5](#F5){ref-type="fig"} shows the influence of out-of-plane motion for the (excluded) right eye data set of patient A. In this data set, a clear out-of-plane motion occurs at approximately 3 seconds into the sequence. Therefore, an option for this data set may be to constrain the analysis to the period from 4 to 10 seconds. Instead, we chose to let a blinded operator grade the data sets and exclude those interpreted to have extensive out-of-plane motion. Although improving the study, the grading is to some extent subjective, with no definite cutoff. Indeed, some out-of-plane motion could still be seen in some of the remaining images, and therefore may still be a possible explanation to why the approach failed for some of the data sets. The possibility of minimizing out-of-plane motion should be taken into account in protocols for future studies.

![Illustrating the effect of out-of-plane motion (patient A, right eye). ***Upper***, the ultrasound image sequence at 2, 3, and 4 seconds into the sequence. The appearance of the ONS at 3 seconds is clearly different compared with the appearance at 2 and 4 seconds, thus scoring an out-of-plane motion grade 2 (and hence excluding it from the analysis). ***Lower***, transverse motion at left (blue line) and right side (black) of the ONS (before extraction of the heart rate frequency component). At approximately 3 seconds, the processing method interpreted the out-of-plane motion as if the left side had a large pulsatile motion, with duration approximately the same as the heart cycle (78 bpm \[ie, 0.77 second period\]). Therefore, the analysis failed for this data set. ONS, optic nerve sheath. Color version available online only.](neu-79-100-g008){#F5}

Also, the calculated displacements were small, and extracted by extensive spatial (region of interest window) and temporal (Fourier) averaging. Accuracy, reproducibility, and possible technical refinements of this novel ultrasound processing method should be further studied. Finally, it could be of interest to consider additional information, for example, the longitudinal motion, phase content of the Fourier transform (ie, the delay between motion at the left and right side of the nerve), and perhaps motion components other than the fundamental heart rate frequency.

CONCLUSION {#s5}
==========

This study illustrates the feasibility of noninvasive transorbital ultrasound for assessing optic nerve sheath pulsatile dynamics. The preliminary results demonstrate a significant difference between patient groups with ICP above and below 20 mm Hg, and thus support the suggested hypothesis of a relationship between deformability of the ONS and intracranial pressure. Therefore, the suggested measure may be relevant as a noninvasive marker for distinguishing between raised and normal ICP. To further investigate the hypothesis and the clinical value of the method, a validation in larger prospective clinical studies using blinded analysis is required.
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COMMENTS
========

The authors describe the reliability of optic nerve sheath (ONS) stiffness as a noninvasive marker of raised ICP. They use the deformability index as the marker of ONS stiffness. To this purpose, they compare data from the ultrasound image sequences of the ONS with the intracranial pressure values obtained with standard invasive measurement in 16 pediatric patients.

The authors conclude that the deformability index was significantly lower in the group of patients with lower intracranial pressure (ICP ≥20 mm Hg).

The article is well written, concise, and clearly illustrates the methodology and results to the reader.

**Francesco Tomasello**

Messina, Italy

The authors report to us on the "Pulsatile Dynamics of the Optic Nerve Sheath and Intracranial Pressure: An Exploratory In Vivo Investigation" and describe their experience with a rather novel technique for assessing the stiffness of the optic nerve sheath (ONS) as a noninvasive marker of raised intracranial pressure (ICP) using analysis of ONS dynamics from transorbital ultrasound. They claim that this technique adds significantly to current understanding of the response of the ONS to changes in ICP. While preliminary, this is rather interesting and important research. Measurements of ICP to date require the invasive insertion of a probe of some kind in the cranial vault, preferably in the brain parenchyma or the ventricular cavities of the lateral ventricles. Equally known is the anatomic relationships that make the optic nerve a part of the central nervous system, which is surrounded by the dura mater, the subarachnoid space, and cerebrospinal fluid. The ONS provides a window into the CNS and any change in ICP affects the optic nerve sheath, in effect, changing its diameter.

The authors retrospectively analyze 16 patients where intraparenchymal ICP measurements along with concurrent transorbital ultrasound images of the ONS were acquired. Patients with ocular pathology or trauma to the orbit were excluded. While the placement of an invasive ICP monitor may suggest traumatic pathology, it is important to note that the majority of the patients were reported to have an underlying diagnosis affecting CSF dynamics and associated with possible long-standing intracranial pressures (11 of 16 patients, 69%), 3 patients had large tumors (2 in the posterior fossa) and 2 patients had sustained trauma without further specification. The authors hypothesized that the ONS becomes stiffer with increasing ICP, we suggest that the transverse motion (ie, perpendicular to the ONS will be more equal on each side of the nerve with high ICP compared with normal ICP). Given the collection of pathologies, it seems that this technique is able to anecdotally distinguish between low and high ICP due to long-standing or chronic ICP elevation with a fairly high degree of certainty. It remains rather unclear whether this technique can differentiate between patients with acute elevations of ICP, possibly even compartmentalized ICP problems, and patients without such problems. The issues surrounding the retrospective study type and low number of patients (especially the possibly most interesting patients with a trauma) are predictable shortcomings of this report. Blaivas et al^[@R1b]^ performed a prospective, blinded observational study on emergency department patients with a suspicion of elevated ICP due to possible focal intracranial pathology in 35 patients and reported that the sensitivity and specificity for ONS diameter based ICP range prediction, when compared with CT results, were 100% and 95%, respectively.

The technique may well have usability in acute changes in ICP, but this will need to be evaluated in a prospective study where, ideally, the measurement is performed before and after treatment of raised ICP, allowing assessment after an acute change in ICP.^[@R2b]^ Other, perhaps minor issues that would have to be worked out in larger patient populations are that accurate fundoscopy can be vital to the appropriate diagnosis and treatment of patients with suspected elevated intracranial pressure, but it is often technically difficult or poorly tolerated by the photophobic patients. It also remains uncertain whether there is a way to calibrate the findings against an absolute pressure scale in a given patient without requiring concurrent invasive pressure measurements and how fine of a scale would be possible based on the average ultrasound resolution and dynamic measurement errors.

**Clemens M. Schirmer**

Wilkes-Barre, Pennsylvania
